IgM fluorescence antibodies in sera of pregnant women exposed to rubella.
A high per cent of false positive results for rubella virus IgM antibodies determined by immune fluorescence were detected in sera of pregnant women. After absorption with Staphylococcus suspension, Cowan 1 strain, and aggregates of human immunoglobulins, the false positive reactions due to IgM antiimmunoglobulin were eliminated.